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alcohol and hydrogen peroxide (H202). There is 
currently available a contact lens cleaning solution 
which contains 20% mg./ml. isopropyl alcoho1.10
Several (H202) systems are on the Canadian market 
for use with gas permeable rigid and hydrophilic 
lenses. H202 is an effective cell killing agent due to 
its strong oxidative potential. Free radical species 
(eg. hydroxyl ion) are generated under certain 
conditions and it is the hydroxyl radical that 
destroys the target cell. The hydroxyl radical will 
react with any group of phospholipids, proteins, or 
carbohydrates which will then undergo oxidative 
degradation. Three percent H202 has been shown to 
be effective against a wide variety of micro­
organisms, including the herpes simplex virus. 
(HSV-1) 
It appears that using a combination of an 
isopropyl alcohol cleaner and H202 (3%) for 2 hours 
would result in the destruction of the HTLV Ill virus. 
However, this is still to be proven. An ethylene oxide 
sterilizing system should also be effective but the 
residue has a vesicant action and would be difficult 
to move from contact lenses. 
In conclusion, it appears that there is a remote 
possibility of infection with HTLV Ill via the tears of 
affected individuals in the use of tonometers and 
contact lenses. 
Practitioners should be aware of the risks involved 
and take appropriate measures to eliminate them as 
far as possible. It is the responsibility of the doctor to 
ensure effective disinfection of the devices used in 
practice. The patient should question, and be 
assured, to his/her satisfaction. 
Apparently it is the practice of some dispensers of 
contact lenses to accept the return of such lenses if 
the patient is not satisfied. Returned lenses may later 
be applied to the eyes of other patients. Patients 
should be warned of the attendant dangers inherent 
in such practices, especially if effective disinfection 
procedures are not in use. 
Although the risk of AIDS infection through the 
use of contact lenses has not been demonstrated, it 
would benefit us all to keep it that way by taking the 
appropriate precautions. 
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Recommendations for Preventing Possible 
Transmission of Al OS from Tears 
Dr. A. J. Clayton, MB, ChB, DPH, MFCM, 
FRCP(C), Director General of Health and Welfare 
Canada Laboratory Center for Disease Control/ 
Ottawa, has transmitted to the Canadian Associa­
tion of Optometrists' National Office on August 30th, 
1985 at 2:15 p.m., the following enclosed recom­
mendations telexed earlier by the U.S. Center for 
Disease Control (CDC) in Atlanta. 
Dr. Bruce Rosner, President of the Canadian 
Association of Optometrists, requested immediate 
circulation of this information to every optometrist 
in Canada because of its importance to optometrists 
and their patients. 
Recommendations for Preventing Possible Trans­
mission of Human T-Lymphotropic Virus Type Ill/ 
Lymphadenopathy-Associated Virus from Tears. 
Human T-lymphotropic virus type I11/lymphade­
nopathy-associated virus (HTLV-III/LAV), the etio­
logic agent of acquired immunodeficiency syn­
drome (AIDS), has been found in various body 
fluids, including blood, semen and saliva. Recently, 
scientists at the National Institutes of Health isolated 
the virus from the tears of an AIDS patient (1). The 
patient, a 33-year-old woman with a history of 
Pneumocystis carfnii pneumonia and disseminated 
mycobacterium avium-intracellulare infection, had 
no ocular complaints, and her eye examination was 
normal. Of the tear samples obtained from six other 
patients with AIDS or related conditions, three 
showed equivocal! culture results, and three were 
culture-negative. 
The following precautions are judged suitable to 
prevent spread of HTLV-III/LAV and other microbial 
pathogens that might be present in tears. They do 
not apply to the procedures used by individuals in 
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